
IMEDICAL X-RAY PROTECTION 
lyp TO TWO MILLION VOLTS 
‘| 

Handbook 41 

U. S. Department of Commerce 
National Bureau of Standards 



U. S. Department of Commerce Charles Sawyer, Secretary 

National Bureau of Standards E.U. Condon, Director 

HANDBOOKS OF THE 

NATIONAL BUREAU OF STANDARDS Medical X-Ray Protection 

: up to Two Million Volts 
The following Handbooks issued by the Bureau are available P 

by purchase from the Superintendent of Documents, Govern- 

ment Printing Office, Washington 25, D. C., at the prices 

ee 

For sale by the Superintendent of Documents, Washington 25, D. C.-Price 15 cents | 

indicated: 

H5 American Logging and Sawmill Safety Code___-_____.________- $0. 60 | 
TGS Saray Le TOteC MON eal ee eee kot a eg ea a .10 , | : | 

H24 American Standard Safety Code for the Protection of Heads, Eyes, | 

arnt Reepiratory Oreans..0 5 eee ae be Sa .20 | 
H26 Weights and Measures Administration____....---------------- ae 

H27 Safe Handling of Radioactive Luminous Compounds__-_________ .10 

H28 (1944) Screw Thread Standards for Federal Services.__________- 1. 00 

H29 Specifications, Tolerances, and Regulations for Commercial Weigh- 
inoue Neasurme Devices: (i000) oe a Gs . 60 

TD: National Mléetrical Satety Code. -\ eo co ee gee 1. 25 

H31 Safety Rules for the Installation and Maintenance of Electrical 
mc Tepe) ato (a 7a. © IRL aang DEMPPOA Pa qaapie Sr <> MEG hres pt uN eg Pope UN a nee | . 10 

H32 Safety Rules for the Installation and Maintenance of Electrical 
Supply and Communication, Lines.-°'.. ot. oe ccc cu dle oe 075 

H33 Safety Rules for the Installation and Maintenance of Electric 
Waeenon quipmettc doa eek ee Si ee . 20 

H34 Safety Rules for the Operation of Electric Equipment and Lines. _. 20 
1135 toatety ‘Rules. for Radio: Installations: = ob3-..cl hosel ook 15 

6. 1Sarety Rules:for Electric Fences o2- > siti cee cee 10 

Eloy eel cetine- or Weremne Mouipment2 900 eh isk 1.00 

H38 -Protection.of Radium During Air Raids_-__-_ 252 = 10 

H39 Discussion of the National Electrical Safety Code______________ 1.00 

H40). Code for Protection Against Lightning...) 2 gu 30 

H41 Medical X-ray Protection Up To Two Million Volts__..__..-__- 15 
National Bureau of Standards Handbook 41 | 

Issued March 30,1949 

(Supersedes Handbook 20) 

| 

: 

; 



Preface 

This Handbook is to supersede the National Bureau of 

Standards Handbook 20, entitled “X-ray Protection,” pre- 

pared. by the Advisory Committee on X-ray and Radium 
Protection, and last revised in 19386. 

_ These recommendations are intended primarily for the 
protection of the radiation worker and not for the patient. 
However, with the increasing use of radiation and of mate- 
rials emitting radiation, it is necessary for the medical pro- 
fession to exercise great caution and restraint in the use of 

X-rays for diagnosis and the treatment of nonmalignant 
diseases. Current methods and practices should be reviewed 
to see whether the same result could be obtained with less 
radiation. In particular, the beam of radiation reaching 
the patient should be as small in cross section as is essential 
for the examination—especially in fluoroscopy. ‘The gonads 
should be protected whenever possible either by limiting the 
size of the beam or by local shielding. 

‘Dermatologists and radiologists should avoid as much as 
possible the use of radiation in the treatment of benign con- 
clitions of the hands, such as fungus infections, in the case 
of people handling radioactive materials or otherwise being 
occupationally exposed to radiation. It should be the duty 
of the physician to ascertain whether the patient is occu- 
pationally exposed to radiation before prescribing radia- 
tion treatment. It should be the duty of the patient to tell 
the physician that he is occupationally exposed to radiation, 
whenever the physician prescribes radiation treatment. 

For purposes of this Handbook the permissible dosage 
rate is taken as 0.800 roentgen per week. ‘This is in accord 
with the recent recommendations of Subcommittee No. 1. 
All barrier thicknesses given in this Handbook are based 
on the assumption that the 0.300 roentgen per week is ob- 
tained by a constant dosage rate throughout a 48-hour week. 
If future data indicate that the permissible dose should be 
changed, the tables of barrier and distance requirements 
will require modification. The curves may be used, how- 
ever, to obtain corrected barrier requirements. 

Tit 



As indicated in sections 12.2c and 12.2d, the informa. 
tion required for most economical designs of X-ray installa- 
tions are not yet available. Certain approximations are 
suggested until these data are available. 

The Advisory Committee on X-ray and Radium Pro. 
tection was formed under the sponsorship of the Nationa] 
Bureau of Standards and with the cooperation of the lead- 
ing radiological organizations upon the recommendation of 
the International Commission for Radiological Protection. 
This Committee, although small in size, has functioned ef- 
fectively. However, the advent of atomic energy has intro- 
duced a large number of new and serious problems in the 
field of radiation protection. 

At a meeting of the Advisory Committee in December 
1946, the representatives of the various participating organ- 
izations agreed that the problems in radiation protection 
had become so manifold that the Committee should enlarge 
its scope and membership, and should appropriately change 
its title to be more inclusive. Accordingly, at that time the 
name of the Committee was changed to the National Com- 
mittee on Radiation Protection. At the same time the num- 
ber of participating organizations was increased and the total 
membership considerably enlarged. In order to distribute 
the work load, seven working subcommittees were established 
as noted below. Each of these committees is charged with 
the responsibility of preparing protection recommendations 
in its particular field. The reports of the subcommittees 
are approved by the main committee before promulgation. 

The following individuals representing the organizations 
indicated, compose the main committee: 

H. L. ANDREWS and E. G. WILLIAMS, M. D., U. S. Public Health Service. 
S. L. Warren, M. D., SHIELDS Warren, M. D., and K. Z. More@an, 

U. S. Atomic Energy Commission. : 
L. F. Curtiss and L. 8S. Taylor, National Bureau of Standards. 
HK. EK. CHARLTON and L. L. Carri, National Electrical Manufacturers 

Association. , 
H.’B. WILLIAMS, M. D., and A. U. DressarpiIns, M. D., American Medi- 

cal Association. 
R. 8. Stone, M. D., and G. Fatrna, Radiological Society of North 

America. 
ar Neiiears M. D., and J. L. WearHeRwax, American Roentgen Ray 

moclety. 

Le 8: arin, International Commission for Radiological Protection. 

| 
| 

The following are the subcommittees: 

Subcommittee I. Permissible Hxternal Dose, G. Failla, chairman, 

Subcommittee 2. Permissible Internal Dose, K. Z. Morgan, chairman. 

Sypcommittee 8. X-rays up to Two-Million Volts, H. O. Wyckoff, 

ehairman. 

Subcommittee 4. Heavy Particles (Neutrons, Protons, and Heavier), 

Dean Cowie, chairman. 

Subcommittee 5. Electrons, Gamma Rays, and X-rays Above Two- 

Million Volts, L. Marinelli, chairman. : 

Subcommittee 6. The Handling, and Disposal of Radioactive Isotopes 

and Fission Products, H. M. Parker, chairman. | ! 

Subcommittee 7. Monitoring Methods and Instruments, H. lL. Andrews, 
acting chairman. 

The present Handbook has been prepared by Subcom- 
mittee 8, made up as follows: H. O. Wyckoff, chairman; C. B. 
Braestrup, L. L. Call, E. E. Charlton, A. C. Cipolaro M. D., 
M. Friedman, M. D., Russell Morgan, M. D., R. R. Newell, 
M. D., E. W. Phiileo, Scott W. Smith, John Trump, and 
J. L. Weatherwax. : 

7 EK. U. Connon, Director. 
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MEDICAL X-RAY PROTECTION 

UP TO TWO-MILLION VOLTS 

L. General 

1. Definitions 

The following definitions are used in this Handbook. As 

they are few in number, they have not been arranged alpha- 

betically, but rather in textbook form. They are not meant 

to be a glossary of radiation terms. 
1.1. Shall. Is necessary to meet currently accepted stand- 

ards of protection. 
1.2. Should, is recommended. Indicates advisory re- 

quirements that are to be applied when possible. 
1.3. Roentgen (r). The international unit of quantity 

for both X-rays and gamma rays adopted by the Fifth Inter- 

national Congress of Radiology at Chicago in 1937. It was 

defined by the International Committee for Radiological 
Units in the following words: 

“The International Unit of quantity or dose of X-rays 

or gamma rays shall be called the ‘roentgen’ and shall 

be designated by the symbol ‘7’. The roentgen shall be 

the quantity of X-or gamma-radiation such that the as- 

sociated corpuscular emission per 0.001293 gram of air 

produces, in air, ions carrying 1 esu of quantity of elec- 

tricity of either sign.” 

1.4. Milliroentgen (mr). A submultiple of the roentgen 

equal to one one-thousandth (1/1000) of a roentgen. 

1.5 Dose. The total quantity of radiation in roentgens 

at a given point, measured in air. The expression “meas- 

ured in air” has a definite meaning in radiology, namely, that 

the measurement is made at a given point in the radiation 

field without the presence of the human body. 
1.6. Dosagerate. Dose per unit time. 

1.7. Permissible dosage rate. The maximum total dose 

to which any part of the body of a person shall be permitted 

to be exposed continuously or intermittently in a given time. 

1 



It shall be 0.300 r per week. On the basis of 48 hours per 
week of uniform exposure, the permissible dosage rates are: 

0.00625 r per hour (6.25 mr per hour). 

1.04 X10 ¥ per minute (0.104 mr per minute). 

1.74 10 r per second (0.00174 mr per second). 

1.8. X-ray apparatus. Any source of X-rays, and its 
high-voltage supply, coming within the scope of this 
Handbook. 

1.9. Kilovolt (kv). <A unit of electrical potential equal 
to 1,000 volts. 
_1.10. Kilovolts peak (kvp). The crest value of the poten- 

tial wave in kilovolts. When only one-half of the wave is 
used, the crest value is to be measured on this half of the 
wave. 

1.11. Radiation. nee propagated through space. 
1.12. Radiation field. Region in which energy is being 

propagated. : : 
118. Radiation hazard. Hazard that exists in any re- 

gion to which a person has access while X-ray apparatus is 
in operation and the dosage rate is greater than the per- 
missible dosage rate. 

1.14. Radiation survey. A critical examination of the 
radiation near an installation by or under the supervision of 
a qualified expert. aS 

1.15. Primary radiation. Radiation coming directly 
from the target of the X-ray tube. Except for the useful 
beam (1.16), the bulk of this radiation is absorbed in the 
tube housing (1.26). | 

1.16. Useful beam. That part of the primary radiation 
which passes through the aperture, cone, or other collimator. 
Aj?. Direct radiation. All radiation coming from 

Act the X-ray tube and tube housing, except the useful 
eam. 
1.18. Secondary radiation. Radiation emitted by any 

matter irradiated with X-rays. 
1.19. Seattered radiation. Radiation which, during pas- _ 

sage through a substance, has been deviated in direction. 
It may also have been modified by an increase in wavelength. 
It is one form of secondary radiation. 

2 

1.20. Stray radiation. Radiation not serving any useful 

purpose. It includes direct radiation and secondary radia- 
tion from irradiated objects. 

1.21. Lead equivalent. The thickness of lead affording 
the same protection, under specified conditions, as the mate- | 

rial in question. 
1.22. Aluminum equivalent. The thickness of aluminum 

that will afford the same protection under specified conditions 
as the material in question. 

1.23. Protective barriers. Barriers of X-ray-absorbing 
material, such as lead, concrete, or plaster, that are used to 
reduce radiation hazards. 

1.24. Primary protective barriers. Barriers that reduce 
the useful beam to the permissible dosage rate. 

1.25. Secondary protective barriers. Barriers that re- 
duce the stray radiation to the permissible dosage rate. 

1.26. Tube housing. An X-ray-tube enclosure that con- 
fines the major part of the radiation emerging from the 
enclosure to the useful beam. 

1.27. Fully protective tube housing. Tube housing in 
which the direct radiation is reduced to at most 6.25 mr per 
hour at contact with the tube housing when the tube is con- 
tinuously operated at its maximum rated curent for the 
maximum rated voltage. 7 

1.28. Therapeutic-type protective tube housing. ‘Tube 
housing in which the direct radiation is reduced to at most 
1.r per hour at a distance of 1 meter from the tube target 
when the tube is operating continuously at its maximum rated 
current for the maximum rated voltage. 

1.29. Diagnostic-type protective tube housing. Tube 
housings in which the direct radiation is reduced to at most 
0.10 r per hour at a distance of 1 meter from the tube target 
when the tube is operating continuously at its maximum rated 
current for the maximum rated voltage. : 

1.30. Qualified expert. A person having the knowledge 
and training needed to measure radiations and to advise re- 
garding radiation hazards. The physician or dentist em- 

necessary training and education. Certification by compe- 
tent authority or by a board set up for the purpose is desira- 
ble. Registered physicists certified by the American Board 
of Radiology are qualified experts. 

1.31. Personnel monitoring. The systematic periodic 
check of the radiation dose each person receives. during his 
working hours. 

896915°49_ + 9 3 
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1.32. Lead protective gloves. Gloves made of materials 
containing lead or lead compounds for the purpose of reduc- 
ing radiation hazards. 

1.33. Lead protective aprons. Aprons made of mate- 
rials containing metallic lead or lead compounds for the 
purpose of reducing radiation hazards. 

1.34. Half-value layer. The thickness of absorbing ma- 
terial necessary to reduce the dosage rate of an X-ray beam 
to one-half its original value. One half-value layer would 
thus reduce the dosage rate to one-half; two half-value 
layers to one-fourth; three half-value layers to one-eighth, 
etc. The half-value layer depends not only upon the amount 
and waveform of the potential but also upon the amount and 
kind of absorbers through which the radiation has already 
passed. or use in this Handbook the half-value layer shall 
be the half-value layer in the region of the dosage rate con- 
sidered. 

1.25. Occupied space. Space which may be occupied by 
personnel during time that X-ray machines are operating. 

2. Survey and Inspection 

2.1. Plans for a new X-ray installation requiring struc- 
tural shielding should be discussed with a qualified expert 
1.30). 
By The possibilities of multiple exposure from several 
different X-ray tubes shall not be overlooked. 3 

2.3. Final plans with the thickness and specifications for 
all protective barriers plainly marked, as well as the position 
of all pipes, windows, louvers, and doors with their baffles 
indicated, insofar as they pertain to the protection require- 
ments, should have the approval of the expert (1.30). . 

2.4. Method of radiation survey (1.14). 

a. A radiation survey should be made by a qualified ex- 
pert (1.80) of all new installations requiring structural 
shielding and after every change in such existing installa- 
tions. “Change in X-ray installations” shall be construed to 
mean a change by which the X-ray output has been increased 
or the protection of the barrier altered. For example, on 
an installation where the maximum output is governed by 
the tube limitation, a tube change shall mean a “change in 
the X-ray installation” only if the new tube will allow a 
higher X-ray output. 

b. The installation as made should be compared with the 
plans and specifications previously approved. 

c. If the safety of the installation depends upon the me- 
chanical restrictions in the orientation of the X-ray beam 

and limitations in the X-ray output of the tube (voltage, 
current, time, permanent filter, and maximum aperture), 
then an inspection shall be made to see that these restrictions 

- are actually imposed. 
d. All interlocks and warning signs shall be inspected to 

ensure that they are operating properly. ree, 
e. A preliminary survey shall be made in the vicinity of 

the X-ray installation to determine where radiation hazards 
may exist and their probable sources. All positions which 
are, or could be habitually occupied during the time X-rays 
are on, shall be included in this preliminary survey. Such 
apparently hazardous positions shall be considered in this 
paragraph to be those where one-fifth or more of the permis- 
sible dosage rate is obtained. This factor will allow for cal1- 
bration error of the quality-dependent instruments suggested 
for this preliminary survey. Geiger counters or lonization 
chambers may be used for this survey. 

f. An accurate determination shall be made of the X-ray 
dosage rate for the tube operating at its maximum continu- 
ous X-ray output at all apparently hazardous points noted 
under 2.4e. An ionization chamber or other instrument with 
similar low variation in sensitivity with quality and direction 
shall be used for these observations. ‘This instrument shall 
be calibrated for the quality at which it is to be used. Geiger 
counters and photographic films in their present state of de- 
velopment shall not be used for this determination. — 

g. Normal methods of operation of the X-ray equipment 
should be observed to see if proper precautions are being 
taken against radiation hazard. oe 

h. A study shall be made of the personnel monitoring 
(1.31) technique if employed. | 

2.5 Report of radiation survey (1.14). 

a. The results of a survey shall be submitted by the expert 
in a formal written report to the agency requesting the 
survey. of pia 

b. X-ray dosage rates at critical points shall be indicated 
in milliroentgens per hour on a scale drawing of the installa- 
tion. If, at any of these positions, the permissible dose 
would be exceeded in a 48-hour week, the time that personnel 
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may safely remain at this position shall also be indicate 
These positions may be identified by numbers or lette ; 
the scale drawing. A table could then give the dosage 
and times for each of these positions. . 

c. The position of personnel habitually located in region 
of possible radiation hazard (1.13) shall be indicated. ; 

d. ‘The report shall include recommendations as to cop. 
rections in the operational technique, barrier thickness or 
mechanical restriction of the beam that will eliminate radiat 
tion hazards (1.13) in occupied positions. 

e. If radiation hazards (1.18) are found to exist, the ex. 
pert should indicate whether a further survey is necessary 
after the fault has been remedied. : 

f. Recommendations shall include changes in the per- 
sonnel monitoring (1.31) technique if required. 

g. Copies of each report shall be kept on file by the ex- 
pert (1.30) and by the physician or dentist in charge of the 
X-ray installation. : 

YS on 
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2.6. Periodic inspections. 
a. At least every 6 months all protective devices that may 

become defective due to use or abuse, such as lead protective 
aprons or gloves, shall be inspected for radiation leakage, 
A qualified expert is not required for this inspection. Ap- 
proximate determinations of radiation leakage by fluoro- 
scopic eXamination, radiographs, Geiger counters, or ioni- 
zation chambers are deemed sufficient. ; 

b. This inspection shall include tests of the functioning 
of all interlocks. 

c. Records of dates, findings, defects, and recommenda- 
tions for remedial action for each such inspection shall be 
kept on file by the physician or dentist in charge of the 
X-ray installation. 

2.7. Whenever electrical or radiation hazards (1.13) are 
found to exist they shall be promptly eliminated. 

3. Working Conditions 

3.1. ‘The working conditions of the personnel in an X-ray 
department shall be the responsibility of the physician or 
dentist in charge. 

3.2. ‘The physician or dentist in charge shall be respon- 
sible for the instruction of new. personnel in safe working 
practices for dealing with X-rays, and in the nature of in- 
juries resulting from overexposure thereto. He should pro- 
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yloate special safety rules for his department. ‘These 
ae & rules shall include any restrictions in the operating 
sale Pique indicated as necessary by the survey report. 
Oe 3 Every new employee (and every old one who has not 

ed them) shall be required to read the sections of this 

Handbook pertaining to his work and the special safety rules. 

He shall then sign a statement that he has read them and 

nderstands their contents. This statement shall: be filed. 
E 94, Unnecessary or unauthorized exposure and the care- 

less or intentional omission of protective devices shall be 

forbidden. : 

95, Personnel monitoring (1.31). 

a. It is recommended that radiation monitoring be car- 

ried out in all cases where the safety of the workers depends 
upon the use of a proper operating procedure rather than 

adequate protective barriers as, for example, in the case of 

mobile, portable, or dental radiography, fluoroscopy, grenz 
ray, or contact therapy. i. . 

b. The physician or dentist in charge or a designated sub- 
ordinate shall be responsible for the monitoring, 1f any, and 
safety of the group. He shall hand the monitoring device to 

each person to wear and collect it regularly for measurement. 
He shall keep accurate’ and permanent records of all his 
mocmes. gers, 

c. Photographic film may be used for monitoring. A 

securely fastened metallic marker, such as a lead marker or 

echelon, should be used to cast a shadow. These films are 
to be worn for a 1- to 4-week period, on the portion of the 
worker’s body likely to receive the most radiation. More 
than one film may be required. ye 

d. On the advice of a qualified expert (1.80) monitoring 
may be obtained by having each employee carry appropriate | 
ionization chambers. , } 

e. Any significant darkening’ of the film or discharge 
of the ionization chamber shall require an immediate 1n- 
vestigation. 

3.6. Health. 

a. The physician or dentist in charge shall be responsible 
for the protection of personnel against radiation and elec- 

1The length of this period will depend upon the sensitivity of the film used. 
2 The significance of this darkening shall be determined by comparison with 

film of the same type exposed to known quantities of radiation under the same 
X-ray quality conditions:and processed in the Same manner. 
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trical injuries and for the execution of the following reeu- 
lations for all employees. 

b. Preemployment examination. This shall entail an 
occupational history, a description of any unusual radiation 
exposure resulting from previous occupations, diagnostic 
radiographic examinations, or any radiation therapy re- 
ceived (including infancy and childhood), a detailed family 
history (for heritable disease), a complete physical exami- 
nation, including a routine urine analysis, a chest plate, and 
a blood count. In the case of a married individual without 
children, a record of whether or not the absence of children 
is due to prophylactic measures is desirable. 

c. The blood count shall include the red-cell count, hemo- 
globin, white-cell count, differential count, and a note as to’ 
the abundance of platelets in the blood smear.’ 

(1) The initial blood count shall be performed on two 
successive days at a stated hour. It is suggested that blood 
counts be performed at 3 p.m. If the first two counts show 
significant differences, a third shall be performed. These 
shall serve as a basis for future comparisons. Persons hay- 
ing a total white count of less than 4,000 shall not be accepted 
for employment. 

(2) Blood counts should be repeated periodically. For 
departments that monitor their operations and personnel 
carefully by pocket chambers or film badges this interval 
should be not longer than 6 months; and for those installa- 
tions where personnel monitoring is not practiced, the inter- 
val should be not more than 3 months. Blood count shall 
be performed whenever possibility of overexposure is 
suspected. 

(3) Emphasis shall be placed upon trends in serial blood 
counts rather than one blood examination. A reduction of 
the white-cell count by 2,000 may indicate radiation injury, 
and should be investigated. However, in the majority of 
instances, this change represents a normal variation. 

* Changes in the blood count are usually the first biological indication con- veniently obtainable of extensive overexposure to radiation. The occurrence of a change calls for an investigation to determine its cause: it is frequently a normal variation and reversible. There are no blood changes which depend- ably indicate incipient damage to personnel from radiation exposure, i. e., be- 
fore real damage has occurred. 

Investigators have found minor changes in the blood cells that might be sig- nificant of incipient radiation injury. These are tendency to anemia in females, propensity to polycethemia, tendency to leukopenia, less marked tendency to leukocytosis (shift to the left), hypersegmentation, granulocytopenia, and pothological lymphocytes. The evaluation of these features is a matter of 
clinical judgment. 

(4) The physician in charge shall review all reports and 
take action when significant alterations are found. When 
any worker exhibits changes in the blood attributable to 
radiation overexposure, he shall be removed from his job 
and be placed under the care of a physician. An immediate 
survey Shall be made to determine the source or cause of 
his overexposure. | 

d. A complete yearly physical examination and interval 
medical history is considered advisable for each worker who 
is routinely exposed to radiation. 

e. All reports of physical examination and blood counts 
shall become a permanent record. 

4, Structural Details of Protective Barriers (1.23) 

4.1. The barriers shall be at least as absorbing as required 
under chapter IT. 

4.2. Lead barriers shall be mounted in such a manner 
that they will not creep because of their own weight. They 
shall be protected against mechanical damage. It is recom- 
mended that lead barriers of 42-inch. thickness or less be 
constructed of some structural material, such as wood or 
metal panels, with a rigidly fastened lead coating. 

4.3. Movable barriers should not be depended upon for 
total protection above 100 kilovolts. | 

4.4. Surfaces of lead sheets at joints shall be in contact 
with a lap of at least % inch or the thickness of the sheet, 
whichever is the greater. 

4.5. Welded or burned lead seams are permissible, pro- 
vided the lead equivalent of the seams shall be at least as 
large as that required under Chapter II. 

4.6. Joints between different kinds of protective mate- 
rials shall be so designed that the overlap is at least equal 
to the thickness of the thicker one. 

4.7. Joints at floor and ceiling shall have sufficient pro- 
tection so that scattering through the floor and ceiling is no 
larger than the transmission through the wall. The sum of 
scattered and transmitted radiation shall be less than the per- 
missible dosage rate (1.7) for occupied space (1.35). (See 
fig. 1 for example that fulfills this requirement. ) 

4.8. Nails, bolts, or other fasteners through a lead sheet 
shall be Covered by lead of thickness equal to that of the sheet. 
Overlap requirements are covered by section 4.4. 

4.9. Windows and doors shall have the same lead equiva- 
lent (1.21) as that required of the surrounding wall. Over- 
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—GONGRETE FLOOR OR CEILING 

LEAD COVERING 
OVER WALL 

HiaureE 1. Haample of wail joint (for section 4.7) 

The sum of radiations through all paths ABCF and DEF to the point BF 
Shall not be more than the permissible dosage rate if F is to be occupied space, 
The framework supporting the lead wall is here considered to be of relatively X-ray-transparent material. 

lapping requirements are governed by 4.6. A door baffle may 
be required above 125 kilovolts if the aperture can be struck 
by the primary beam. (See fig. 2 for example that fulfills 
the baflle requirement. ) 

CONCRETE 
FLOOR 

The sum of radiations through all paths ABCF and DEF to the point F shall not be more than the permissible dosage rate if F is to be occupied space. The supporting structure for the lead door is here considered to be a frame- 
work of relatively X-ray-transparent material. 

‘4.10. Holes in the barrier for pipes, conduits, and louvers 
shall be provided with baflles so that radiation transmitted 
through them is not more than that transmitted by the sur- 
rounding barrier. Such holes should preferably not be 
struck by the primary beam. 

5. Plans for an X-ray Installation 

d.1, ‘The X-ray installation should be placed as far as 
practicable from other occupied space. In special cases this 

10 

r sufficient to reduce the barrier-thickness re- 
ents a zero. Such distances are indicated in table 

a 38, These minimum safe distances shall be consid- 

d when omitting protection on outside walls and windows. 

= 9. Considerable saving in wall-barrier requirements 

c be obtained by placing a large portion of the protection 

Fie tube housing. It is recommended, therefore, that a 

yotective tube housing (1.28, 1.29) be used, For hand-held 

F bes a fully protective tube housing (1.27) shall be used. 

5.3. Mechanical restrictions for angulation of the tube 

will reduce the amount of protection required. ; 
54, The number and size of the openings into the radia- 

tion room should be reduced to a minimum. Such require- 
ments should be relaxed only when the walls face unoccupied 
space for at least the distance given In table 4, page 38. 

5.5. The possibilities of multiple scattering from several 

different X-ray tubes or by several paths from a single X-ray 

tube into an occupied space should be investigated. 
5.6 Protection for the eth beam (1.16) shall be com- 
ed without a patient in the beam. 

ae oo he Bheerr atic window should be placed so that the 
| useful beam cannot be directed at it. 

5.8. All protection shall be computed for maximum kilo- 
voltage at the maximum continuous milliamperage rating 
for the shortest distance from target to occupied space and 
for an 48-hour week, unless otherwise noted in this Handbook. 

II. Rules for Specific Applications 

6. Fluoroscopic X-ray Installations for Potentials up 

to 100-Kilovolts Peak * | 

See section 9 for special requirements for mobile units 

6.1. Equipment for fluoroscopy. 

a. <A diagnostic-type protective tube housing (1.29) shall 
ed. 

ae The tube protective enclosure shall be provided with 
an adjustable diaphragm which, when open to its fullest ex- 

tent, leaves a margin of at least 14 inch of unilluminated 

fluorescent screen with the screen at its greatest distance from 
the tube for any angulation of the table. 
——— 

4See notes following each protection requirement for information on higher 

potential applications. 
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c. Diaphragms or cones used for collimatino 
beam shall provide the same degree of protection as the housing. Because of the orientation of the cone wall 

than is required for the tube housing (1.26) 
d. ‘Tube diaphragms and screen should be m 

common support, so that they will always move 
ounted on 

together e. A permanent total filter equivalent of at least 2 mills ; 
1s filter equiva, a 

meters of aluminum shall be provided. Th 
lent shall be determined at the maximum ki 
X-ray machine. 

f. The cone shall extend from the tube housing to ae 1 
near the panel as possible. 

g. The target to table panel distance shall not be less 
12 inches. 

h. A “high-low” milliamperage change-over switch m 
be provided for the purpose indicated in 6.3c. 

1. It is recommended that for prolonged fluor 
work a cumulative timing device be used, which will either 
indicate elapsed time or turn off the apparatus when the 
total exposure exceeds a certain previously determined limit 
given in one or in a series of exposures, 

]. The fluoroscopic screen shall be covered with 

ay 

a trans- 
parent protective window having a lead equivalent of at j 
least 1.5 millimeters for 100-kilovolts peak.® 

k. The dosage rate measured at the panel shall be less 
than 20 r per minute at the maximum kilovoltage and 5 
milliamperes. It is recommended that this be assured for 
each new installation. . 

6.2. Structural shielding for fluoroscopic installations, 
If the point of occupied space nearest to the tube ig 9 

meters from the tube the protective barrier shall have a lead 
equivalent ° of at least 0.5 millimeter for 100-kilovolts peak, 
Barrier requirements at other distances and kilovoltages shall 

to the rules outlined in section 19.1 for a tube current of 5 
milliamperes. 

>For equipment capable of operating at potentials of from 100- to 150-kilo- volts peak, an additional lead equivalent of 0.01 millimeter per kilovolt over 100-kilovolts peak shall be required. 
6 Concrete walls 2 inches thick or 0.11-inch-thick Steel sheets are adequate for this protection. fe 
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2 the Usefyy ; 

tube — 
tive to the X-ray beam, the cone will be considerably thinnws 4 onl 

than | j 

OSCOpie ; 

‘be determined from the curve of fioure 8, page 32, according 4 

BE orly t 

E condu The fluoroscopist should have completely dark-adapted 

Beentensity sh: 
high jntensl 

< 
S 

Begs. Oper oo: he fluoroscopic equipment shall be operated only by 
LD of the department of radiology or by a person prop- Pens d and authorized by the radiologist in charge to 

ot fluoroscop1c examinations. 

ation of fluoroscopic apparatus. 

efore starting to work. 
:. eyes per oroscopic work shall be performed in the minimum 

ossible by using the lowest X-ray intensity and smallest 

el re consistent with clinical requirements. — Tf a high- 
4 . ertu i . 

a vailable, as suggested in 6.1h, then the low 
os Pe hail a used to iboats the area of interest and the 

ty only to momentarily explore the area of in- 

forest rotective aprons (1.383) shall be worn by the 
Bi technician, a all ie personnel within the 

fuoroscopi¢ room who are frequently or habitually exposed 
oy diation hazard. The lead equivalent of the apron shall 

i at least 0.4 millimeter measured at 80 kilovolts. 
. Lead protective gloves (1.82) should be worn during 

a ! : —outer every examination. ‘They shall cover the whole hand 
Maar alm, fingers, and wrist—with a lead equivalent of 

Beast 05 millimeter measured at 80 kilovolts. 
: ¢ The hand of the fluoroscopist either with or without 
loves shall never be placed in the useful beam of radiation. 

e _ Only persons actually needed in the fluoroscopic room 
should be there during the X-ray exposure. ve 

7, Radiographic Installations for Potentials up to 

100-Kilovolts Peak ’ 

| ion ir i tion 9 e section 8 for special requirements with dental units, sec 

Be ocial requirements with mobile units, and section 10 for special 

requirements for fluorographic apparatus. ) 

7.1. Equipment for radiography. 

a. A diagnostic-type protective tube housing (1.29) shall 
ed. 

on Diaphragms or cones used for collimating the useful 
beam shall provide the same degree of protection as the tube 
housing. Because of the orientation of the cone wall relative 
to the X-ray beam, the cone will be considerably thinner than 
is required for the tube housing. 

’ 7See notes following each protection requirement for information on higher 

(18 
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c. A filter of at least 1 millimeter of aluminun added for raciographing thick parts of the body d. The aluminum equivalent of the table top shall nw more than 0.5 millimeter at 80 kilovolts When 9 i Not | used under the table top. ucky j e. It is recommended that a timer or radiation exp meter be provided to terminate the exposure after s Post time or exposure. 
| Preset f. Exposures shall be initiated only from the cont F “dead-man” type of exposure switch’ shall be u a : Sed SO the operator cannot leave the control during exposure 

7.2. Structural shielding for radiography. 

Sh ould: 

a. Radiographic room floors and walls for a height of q feet (assuming that the useful beam will not strike the e 1 above this distance) shall have a primary protec : ; tive barriep j (1.24). Five half-value layers may be deducted from the | requirements of table ), page 40, for 100-kilovolts a ; ; . eak § to obtain the thickness of this primary protective 7 4 Table 4, page 38, for a target current of 0.25 mill; gives distances required from the X-ray tube to o space for complete protection without regard to j 
ing walls. 

b. Secondary protective barriers are not required unlegg © the space above the radiation room is occupied and separateq _ 
by frame construction. 

ce. . Control apparatus for the radiographic equipment 4 shall be located in an adjacent room or in a booth within the same room. Protection equivalent 
lead shall be required between the control and radiation rooms. ‘Ihe control booth shall be provided with 4 lead- lined door or be so constructed that the radiation has to be_ scattered at least twice before entering the booth. If the control apparatus is in a booth within the radiographic room, the floor joint shall meet the specifications of 4.7. 

*, ad. The control room or booth shal] be provided with a | suitable window of 1.5-millimeter 1° lead equivalent (1.21) at 100-kilovolts peak. 
e. Special attention shall be given to protection of un- developed X-ray film, for these may be damaged by total 

8 For equipment capable of operatin 
peak, an additional lead equivalen 
kilovolts peak shall be required. 

® See footnote 8. 
10 See footnote 8, 

g§ at potentials of from 100- to 150-kilovolts t of 0.01 millimeter per kilovolt over 100- 
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thay 
a > 

arier, 
ampere — 
ccupied — 

hterven. — 

to 1.5 millimeters® of — 

4 than 1 milliroentgen. It is suggested that 
oc of less ie for current needs be stored in or near 
>, small supP ae lead-lined box may be used ee a 
Exeray room. supply should be as far removed trom 

1010. 
: a 

eS we practicable. Such storage may also re 
ro 

otection. : 

ya. Operation of radiographic apparatus. 
73. : . } ° : i oO 

diographic installation should be so an nee 
~ 7 a) ; i 

ne 

ip. The ful beam is directed away from occupied reg 
Be 1S8e 

* bts 

Bray T° 
are lead p! 

where Be potent operator shall be at the control during 
>). : j sposure. a F 

Dy radiograp ite ay to hold the patient during i 
mec, When! erson shall be regularly so employed nor sha 

sure DO Pris department of radiology be permitted to 

Poich service. The person holding the patient 
perform suc lead protective gloves and a lead protective 

should Die part of this person’s body shall be in the useful 

expo 
payors 

~ “beam. 7 her than the patient and those needed to a. ons other tha patie : 
. - * Shek! shall be in the radiographic room during 
ho 3 ; | 

Pe Radiographic work shall be performed with the 

lest field consistent with clinical requirements. 
sm. 

‘ ¢ Protection of the patient from serious eer ee 

ei. ‘etimes overlooked in the desire to obtain diagnostic 
a ne Table 1 is inserted as a guide to indicate the dosage 

ae be expected in the radiographic voltage range. 
r “Saw 

: ie 
- 100 milliam- a roximate air-dosage rates (roentgens per ‘2 iB. ae Sn). for pulsating potential with a 1.0-millimeter alumi 

pe 
; num filter added 

~a) 

- “a ‘ 

Kilovolts 

Target-skin dis- |. ars 4 : eee: 4 geist 

nen 60 70 80 90 100 125 

2 7.5 9.7 re ie 15 
"18 a 3.2 4.2 5.5 6. 4 

ee ‘0 2.7 3.5 4.6 5.3 
94° oa 1.9 2.3 3.1 3.6 

Seco 6 0.8 1.0 1.4 1.6 

“400 15 7 0.9 11 13 
eed | | a 15 "9 "95 0.38104 



8. Dental Roentgen Installations Operated at P 
up to 70-Kilovolts Peak 

8.1. Equipment for dental installations, 
a. A diagnostic-type protective tube housing (1.29) be used. : | 
b. Diaphragms or cones used for collimating the beam shall provide the same degree of protection ag + housing. Because of the orientation of the cone wall rely tive to the X-ray beam, the cone will be considerably thin. ner than is required for the tube housing (1.26). , C. Diaphragms should reduce the beam to as smal] cross section as is consistent with radiogr 
d. A timer shall be provided to term 

after a preset time. 
e. The exposure control switch shall be of must be manually held “on” for operation. 

UuSsefy 

8.2. Structural shielding for dental installations, 
a. If the apparatus is to be used for less than 250 milli. ampere minutes (15,000 milliampere seconds) per week and if the other persons habitually in the region of the X-ra machine are at least 4 feet from the target and patient and out of the useful beam™ for all exposures, no structural] shielding shall be required. | b. When the apparatus is to be operated for more than 250 milliampere minutes per week or when more than one equipment is used in one room, structural shielding shall be required. A lead equivalent of 0.8 millimeter measured at. 60-kilovolts—conerete walls 34% inches thick or 0.17-inch- _thick steel sheets are adequate for this protection—is re- ‘quired for all walls, floor, and ceiling between the target and occupied. space. The operator shal] stand behind a screen having a lead equivalent of at least 0.8 millimeter measured at 60 kilovolts. Such a screen is often hinged to the wall so that it can be folded out of the way when the equipment is not in use. | 

¢.. In case dental X-ray equipment is installed in adja- cent rooms, protective barriers (1.23) as specified in :8'2b shall be provided. | 

11 A distance of approximately 60 feet without in : , Ot tervening walls would reduce this useful beam to the permissible weekly dose. 
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» assl 

Bex hall be in , | ne patient sha exp For routine operation, only the ps Shal] 1 

he tub ol 

aphic requirement, 7 
Inate the CXposure 

the type that 

eration of dental installations. 

- - yo condition shall the operator or any ou 

ee film in place when an X-ray 1s ta oe ie 
stant Be city a relative or other person not habitually 

Bio & rays may hold the film. 
ec 

j the usefu
l beam. during 

c. The tube housing (1.26) shall not be hand held during 

eee operator’s position shall comply with 8.2a or 8.2b, 
d. 

Beers Bees tic Equip- 
ial Requirements for Mobile Diagnos ic . ; 

e Se osit Operating at Potentials up to 100-Kilovolts 

Peak 

r mobile apparatus. 4 Equipment for mo : 

2 A diagnostic-type protective tube housing (1.29) shall 
a. pets 

pe mse mobile equipment shall be provided with cones or 
eee Be : aie 

tal frames so that the minimum tar get-skin distance 1s ¢ 
mete 

jens = epee filter of at least 1.5 millimeters aluminum C. 
shall be provided. 

9.2. Operation of mobile apparatus. 

a. The technician should stand as far as possible from 
Ue 

| 

>and patient during exposure. 
8 Pie cree: shall not stand in the useful beam. 

pertinent. 

c. An operator, standing at least 6 feet from the tube - : Be 2 
and patient, should not make more ee ie eee 

ing nis corr p uring any one week. seconds of exposure d Dea eee 

X] veekly permissible dose. rte approximately to the y 
ators or wearing of lead protective aprons 1s recom 

mended for longer exposures. 

10. Fluorographic Equipment Operating at Potentials 

up to 100-Kilovolts Peak” 

10.1. Equipment for fluorography. 

a. A diagnostic-type protective tube housing (1.29) shal 
Che 

be used. eee 
; A 

2 The protection recommended below is based on an assumed 4,000 mi 
: ing rotection ere minutes of exposure per week. See ae Beene dee each p , 

Peviinement for information on higher potential applica : 
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b. Diaphragms or cones for collimating the useful be 
shall provide the same degree of protection as the tube ho 
ing. 

c. A lead frame 1.5 millimeters thick ™ shall extend o 

am 
us- 

ut on 
all sides of the screen to a distance of at least 1 inch beyond 
the useful beam, as defined by the cone or diaphragm. 

10.2. Structural shielding for fluorography. 
a. A primary protective barrier (1.24) whose lead equiva. 

lent is at least 1.5 millimeters at 100-kilovolts peak,’* shal] — 
be provided either around the light hood between the screen 
and the camera and around the camera or behind the camera. 

b. If occupied space is 6 feet from the target, a secondar 
protective barrier (1.25) whose lead equivalent is 0.5 mill*: 
meter at 100-kilovolts peak shall be required in that direction. 
If occupied space is more than 35 feet from the target in a 
certain direction, no secondary protective barriers are re. 
quired in that direction. Barrier requirements at other kilo- 
voltages shall be determined from the curve of figure 3, page 
32, according to the rules outlined in section 19.1 for a tube 
current of 1.4 milliamperes. ere 

10.3. Operation of fluorographic apparatus. 

a. ‘The controls shall be operable only from behind the 
protective barrier. 

b. If movable protective barriers are used, personne] | 
monitoring shall be required. 

11. Therapeutic X-Ray Installations Operated at 
Potentials up to 250 Kilovolts. 

11.1. Equipment for therapy apparatus, up to 250 kilo- 
volts. (See section 11.4 for special requirements. ) 

a. A therapeutic-type protective tube housing (1.28) shall 
beused. 

b. Permanent diaphragms or cones used for collimating 
the useful beam shall have the same degree of protection as 
the tube housing. Adjustable, beam-defining diaphragms 
when used shall allow transmission of not more than 5 per 
cent of the useful beam dosage rate (1.6) outside of the useful 
beam (table 8, p. 38). . 

——$__—_—_____ 

8 For equipment capable of operating at potentials of from 100- to 150- kilovolts peaks, an additional Iead equivalent of 0.01 millimeter per kilovolt over 100-kilovolts peak shall be required. 
14 See footnote 138. 
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ir thi ; eked on © Iterg shall have their thickness clearly mar 

at Plow indicating system 1S recommended at the con- 

trol showing the thickness and material of the filter in the 
ro 

| : to m. The filters shall be held firmly im place 

| ee them from dropping out during treatments. The 

Biter opening shall be so arranged that the scattered radia- 

tion from it vives a minimum contribution to the radiation 

Bt ay tube shall be accurately centered in the 

an housing and shall be rigidly mounted to prevent ae 

d sliding. The location of the focal spot should be indt- 

pated by suitable marking on the tube housing. Jf the | 

snherent filtration of X-ray tube and tube housing for the 

Peafal beam is very low, such as in a beryllium window tube, 

then a special danger exists and extreme care should be exer- 

sjsed in its use. | 
on All means of angulation and movement of the X-1 ay- 

tube head shall be provided with devices for preventing 

ifting during treatments. | Se as asa 

an Valve tubes may require shielding if they are not lo-» 

ated in the treatment room. | 

ge The control-shall be provided with a timer that auto- 

matically terminates the exposure after a preset time. 

h. At potentials above 150 kilovolts an 1onization cham- 

ber fixed in the useful beam is recommended to indicate any 

error due to incorrect filter, milliamperage, or kilovoltage. 

If low inherent filtration 1s not required in the 50- to as 

kilovolt region, an ionization chamber is also recommende 

in that range. 
: ie Lead rubber, lead foil, and other materials used for 

limiting the field should have a sufficient lead equivalent to 

reduce the dosage rate outside of the defining aperture to 5 

percent or less of the dosage rate of the useful beam. See 

table 3, page 38, for the lead equivalent required for different 

radiation qualities. 

; ielding for é ic X-ray instal- 11.2. Structural shielding for therapeutic 

lations operating up to 2°50 kilovolts. (See section 11.4 

for special requirements. ) 

e barriers required to protect against the useful 

os (116) and the sere radiation (1.19) should be ne 

corporated in the building construction with the control 

located outside of the treatment room. Movable lead sci cen 

are not recommended and shall not be depended upon above 
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100 kilovolts. Where employed, these screens require sure 
veys, as covered by section 2. 

b. The cost of structural shielding may be reduced con- siderably by locating the treatment roonis as remotely as possible from occupied regions, taking advantage of the re. duction due to the “inverse-square law”. This is particularly true for the higher voltages. Corner rooms are especially suited as the outside walls and windows do not require any protection if they are sufficiently distant from other occupied buildings and areas. See table 4, page 38, for the minimum, distance required. Where most roentgen-ray treatments are given with the beam pointed toward the floor, special] consideration shall be given to the protection of persons habitually in the rooms directly below the treatment room, c. ‘The control shall be located outside the treatment room for voltages above 100 kilovolts. 
d. Where it is planned to provide unlimited irradiation for all possible orientations of the useful beam and for all possible locations of the X-ray tube target, the protection re- quirements shall be as follows: (a) All areas of the walls, floor, and ceiling of treatment rooms that may possibly be exposed to the useful beam, plus a border of at least 1 foot, shall be provided with primary protective barriers (1.24). Table 5, page 40, gives the thicknesses required for such protection. ‘The shortest possible target distance with max- imum kilovoltage and continuous millamperage shall be assumed. (6) All other areas of the treatment room shall be provided with secondary protective barriers C120 ye method for computing the thicknesses of such barriers is given in section 19.1b. | 

e. If the beam is directed toward the floor for more than 90 percent of the treatment time, the barrier thickness of the ceiling and the walls above 7 feet may be three half- value layers less than the primary protective barrier re- quirements. Such an installation ‘shall require personnel monitoring, as outlined under section 3.5. ; 
11.3. Operating methods for therapeutic installations operating up to 250 kilovolts. (See section 11.4 for special requirements, ) | 
a. ‘lhe X-ray installation shall be operated in compliance with any further limitations indicated by the radiation- protection survey. 
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ly the patient shall be in the treatment room during 
i aan Tek when it is necessary to hold the pa 

-. the case of small children. No members of the radio ogic 
eft nor other persons normally near X-ray equipment or 
vadioactive materials shall hold the patients during irradia- 

expos 

ati t be in the ‘on. The person holding the patient shall no ji 

Fetal ars and shall be protected as much as practicable 
‘rom scattered radiation. 
4 The patient and X-ray control shall be under obser- 

vation during exposure. Provision for ore communication 
ith the patient from the control is desirable. 

The useful beam (1.16) should be directed toward 
unoccupied regions if consistent with therapeutic require- 
ments. 

11.4 Special requirements for X-ray therapy equipment 
operating at potentials up to 50 kilovolts. 

a. Structural shielding is generally not required for 
 pareeaatas operating at voltages of 50 sepia: me 

less. However, as the operator 1s usually in ie rea men 
room during irradiation, special care’ shall be taken to ao 
exposure to the useful beam. Due to the short target a 
tance and low inherent filtration the dosage rate at t i? tube 
aperture may be extremely high. An installation saeeeipet 
ply with the general requirements, except that ra 1a a 
monitoring (11.1h) and structural shielding (11.2) are no 
required. 

b. The term “grenz ray” is used to describe very so roent- 
gen rays produced at voltages below 15 kilovolts. ee 
of the low penetration of these rays it is not ye ges : 
shield the operator or other persons in the treatment zou 
unless they are exposed to the useful beam at a targe ne: 
tance of less than 3 meters. However, it should a empha- 
sized that. grenz rays are roentgen rays and that they may 

cause the same type of injurious effects as harder roentgen 
ays, a oh limited to superficial layers of tissue. 
ee eae oat cn is used to describe short 
distance irradiation of accessible lesions. The potential is 
usually 40 to 50 kilovolts. Because of the short target- 
contact distance, about 2 centimeters, the dosage rate Be 
contact is very high (about 10,000 roentgens per minute with 
existing equipment), necessitating rigid precautions Ee pr ie 
vent accidental exposures to the useful beam. If the tube 

Zt 



tect 7 lve housing ( 1.27), and it sh ve ti all be provid 
for therapeutic installations 

Y Pro 
fural shielding 

quate shielding aoa] 

Aoueie ts Ee ecottered radian ed with o9° 

Se stare a ened with a rsdn ae Unless aa tup e 2. “4 r potentials of 251 
to 2,000 kilovolts. 

wear lead imited to 6 minutes per ene leld or the t ‘de agize a L rules outlined under sections 4 and 5 shall 

and apron ae gloves (0.5 millime a ae Operat
or sh e The genel z eal shisiding. 

cap TORR oe 0.4-millimeter lead ee equiv 
lend 7 fol owed 101 protective barriers ® (1.24) shall be provided 

ture window of th ead equivalent) should ae wivalent), ) k Bee ton that the beam may strike with the largest 

treatments. The BE dAe housing when not tee the nal 1 a ia hragm opening while the tube remains within 

as fine as 1 secon ep otate timer shall be crate Used fo. yossib nical restriction of the tube mounting. A lead 

d. Special precaut; uated at least the hall extend for at least 6 inches beyond the edges of 

Pee ceuelons: Sh 
jarriel ? ’ beat for any possible orientation of the beam 

euti copa all b 

peutic application of X-ray tubes eonstructod with k 
hivhet tine tn ration windows for bot with b 
1 sere aee a rae therapy. Asa dosage ne a ray 9 

adequate shiel a sgh ines minute is possible He: ne More tha; 

and special cana be required against the oa pberture 

exposures, guards are essential to avoid aot eam, dccldenta] 

th ec 12 inches). The actual protection requirements 

at 3 * obtained from the curves of figures 4,5, and 6 (p. 

may.) or from tables 6, 7, 8, and 9 (p. 40-42). If the beam 

the floor for more than 90 percent of the 

‘me, the primary protective-barrier requirements 

d the walls above 7 feet may be reduced by 

three halt-value layers. Such an installation, however, shall 

J ing, as outlined under section Sua 
 pequire ersonnel monitor 

ined : : 

x Barrier requirements for protection agaist direct 

3 radiation may be obtained from figure 4, 9, or 6 (p. 83-35). 

As attenuation data are not yet available for this computa- 

a tion, it is necessary to use the same attenuation Curves as for 

the useful beam. The “straight” part 

curve should be used for this determination. 
: 

qd. X-rays scattered from the patient or from barriers at 

90 degrees to the useful beam should be assumed to have a 

dosage rate measured at 1 meter from the scatterer of 0.1 

arcent of the useful beam (1.16) measured at the scatterer. 

The scattered-be 

€ thepa_ | 

a of the ceiling an 
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| | ds An senieak treatment. 
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| 

1,000 kilovolts and 2,000-kilovolts peak. 

| 

| 146This is only an approximation, which has been found to be quite safe. | 

| 

Actually, the absorption curves and the intensities of the scattered radiations 

are somewhat different from those used for this approximate rule. 
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it alone will govern thickness requirements of the secondary 
protective barriers (1.25). 

f. A maze may be found economical in the million-volt 
range for reducing the thickness requirements of the access 
door to the treatment room. The access door shall be on the 
other end of the maze from the treatment room. 

g. The control shall be located outside the treatment 
room. | 

h. The observation window shall have the same lead equiv- 
alent (1.21) as required for the surrounding wall. 

12.3. Operating methods for therapeutic installations 
energized by potentials of 251 to 2,000 kilovolts. 

a. ‘he X-ray installation shall be operated in compliance 
with any limitation indicated by the radiation protective 
survey. | 

b. The patient and X-ray control shall be under observa- 
tion during exposure. Provision for oral communication 
with the patient from the control is desirable. 

c. Personnel shall be limited by interlocks and signs to 
locations wherein the permissible dosage rate is not exceeded. 
Interlocks shall be provided for all movable gates, doors, 
panels, or windows that give access to space where a radiation 
hazard exists. Warning signs shall be used for infrequently 
occupied space where radiation hazards exist. An outside 
wall where the space outside the wall is seldom occupied 
would be an example requiring such signs. It is recom- 
mended that the following words be used: 

X-rays! Do not loiter! 

Lighting of such signs during X-ray exposure is considered 
advisable. 

Ill. Electrical Protection 

13. General 

13.1. Installation of electrical components of X-ray ap- 
paratus shall comply with the applicable requirements of 
the latest approved edition of the National Electrical Code. 
The National Electrical Code is the ‘standard of the Na- 
tional Board of Fire Underwriters and is approved by the 
American Standards Association. | 
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13.2. X-ray apparatus shall not be installed or operated 
in dangerous locations, for example, anesthetic rooms In 

which inflammable or explosive gases or dusts may be pres-_ 

ent, unless the apparatus is of approved “ explosion-proot 

type or is approved for the location by the authorities hav- 
ing jurisdiction. . 

a. Inflammable anesthetics shall include ether, ethylene, 

propylene, ethyl chloride, cyclopropane, and nitrous oxide 

‘when combined with any: of these. Nitrous oxide alone or 

with oxygen is safe. 
b. All open high-tension generating equipment shall be 

located in a well-ventilated room completely isolated from 

the anesthetic room and any connecting doors or windows 
shall be effectively airtight. (Tor instance, the doors should 
close against soft rubber or felt padding. ) 

c. A completely self-contained transformer and X-ray- 

tube unit in an effectively airtight enclosure, or an oil- 

insulated shockproof X-ray-tube head connected by shock- 
proof cables to the transformer is recommended for use in 
an anesthetic room. Both the high-voltage and low-voltage 
terminals shall be vapor sealed. One possible form of vapor 
sealing employs a semisolid dielectric. 

d. The control panel for the X-ray unit, electrically 
driven blowers for cooling the X-ray-tube enclosure, electri- 
cally driven high-tension switches, toggle switches, foot or 
hand switches, relays, contactors, and film-viewing illumina- 
tors shall not be located or operated in anesthetic rooms unless 
they are of an approved explosion-proof type. 

13.8. Connection to power mains. 

a. A supply of more than 600 volts between lines or to 
ground shall not be brought to the control panel or to any 
other control point of X-ray apparatus. : 

b. X-ray apparatus shall be provided with suitable wir- 
ing terminals for the connection of conductors of at least 
the size corresponding to the maximum continuous Input 
rating of the apparatus and for grounding. Unless the 
terminals are located within the control cabinet or within 
other enclosures, they shall be protected with suitable 
grounded cover plates or guards. oe 

c. All cords, cables, and external wiring employed for 
supply connections and for connections between compon- 

7Jn chapter III the word “approved” refers to approval for listing by 
eiidst writers’ Laboratories, Inc., or other testing laboratories approved by 
the authority having jurisdiction. 
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13.4. Overload protection. 

a. An overload protective device in addition to the fuses 

shall be provided within X-ray apparatus of greater than 

9.5-kilovolt-ampere rating, which shall open all ungrounded 

supply conductors to the low-voltage winding of the high- 

voltage transformer or generator, and which cannot be held 

closed under overload conditions. The device shall provide 

suitable positive indication of whether the contactor is Open 

or closed. Pee 
b. The value of the tripping current should be adjustable, 

and if manually adjusted, the value should be clearly indi- 

cated on the circuit-breaker. 
c. The tripping current shall be adjustable to not more 

than a maximum of 125 percent of rated load on the primary 

of the transformer, based on the maximum working voltage 

and current. 
d. Equipment providing automatic selection of X-ray- 

tube current should in addition provide for automatic ad- 

justment of the overload-relay tripping current. 

13.5. Control switches. 

a. The control panel shall contain a manually operable 

mainline switch that will de-energize the apparatus. ‘This 

switch shall break both sides of the incoming single-phase 

line. 
b. Hand or foot switches used to energize X-ray appa- 

ratus, but not an integral part of the control panel, which 

may be operated at a position removed from the control, and 

switches which are an integral part of the control but which 

are used to energize the apparatus in the absence of a timer, 

shall be so constructed that they must be held “on”. for 

operation and return automatically to the “orF’ position 

when pressure is removed. 
c. No locking device to hold the hand or foot switch in the 

“on” position shall be permitted. If the switch operates 

through a relay, the relay shall open upon release of the 

switch. a 
d. A device shall be provided on the control panel for 

deenergizing, when not in use, either a hand switch located 

at a distance from the control panel or a foot switch. ‘The 

device may be a toggle switch or an operation selector switch. 

e. When used with equipment not completely shockproof, 

a foot switch shall be provided with a rigid shield above the 
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button, arranged so that the switch cannot be closed by acci- 
dentally stepping on it. 

f. Means shall be provided for protection against failure 
of electrical controlling switches used in moving X-ray-tube 
heads and elevating tables. These means shall provide for 
stopping the motor and other devices that might crush the 
patient. 

\ 

13.6. Electrical components. 

a. All components of X-ray apparatus and their combina- 
tion into an X-ray unit, together with the interconnecting 
wiring, shall be of approved types complying with such elec- 
trical codes as are applicable. 

b. Switches, magnetic locks, and other electrical com- 
ponents comprising electrical interlocks intended to prevent 
access to high-voltage enclosures and the like shall be of 
approved types. 7 

c. Accessory X-ray equipment such as motor-driven tilt ing tables, Bucky diaphragms, spot-film tunnels, light local- 
izers, and other similar electrical accessories, together with 
their interconnecting wiring, should be of approved types. 

14. Protection From High-Voltage Circuits 

14.1. High-voltage generators, capacitors, X-ray tubes, 
and conductors, unless of fully enclosed shockproof type, shall be made inaccessible by means of insulating enclosures 
or of grounded metal barriers or enclosures. | 

a. Any door, gate, port, or panel permitting ready ac- cess to the interior of high-voltage enclosures shall be pro- vided with reliable interlocks, which shall deenergize the primary circuit of the high-voltage transformer when they are opened. Sena | 
b. A switch shall be provided within the enclosure, by which a person working within the enclosure can prevent the energizing of the high-tension transformer. 
ce? Enclosures and barriers for exposed high-voltage ca- pacitors or the conductors to such capacitors shall have in ad- dition to access interlocks, devices so arranged that both sides of the high-voltage circuit are automatically short-circuited . and grounded when the door or cover to the enclosure is opened. i . 
d. In the case of shockproof equipment containing high- voltage capacitors, where automatic-discharging devices are not provided, due care should be exercised upon exposing the 
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high-voltage circuit in the process of Se ee at es 
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“1g . ° 
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than the equivalent needle-point sya BaD peas ce : 
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ductor to ground, as given in table 2. 

} needle-poi -gap distance for peak . Approximate needle-point spark gap 
aaa = voltages up to 300 kilovolts 

[760-miilimeter atmospheric pressure and 20° C] 

i arin Kilovolts Fags el Needle-point gap (peak) Needle-point gap 

cm in. cm ae 
5 0. 42 0.17 120 19.8 p es 

10 85 30 130 22 0 ae 

15 1.30 51 140 24.1 Fe 

20 1.75 69 150 26. 1 F 

foe 87 160 28. 1 

30 5 69 1. 06 170 30. 1 cee 

35 3. 20 1. 26 180 se . ms : 

40 3. 81 1. 50 190 30 : 

i 14.0 49 The 200 35 

50 ; 20 2.05 210 37.6 ae 

60 6. 81 2. 68 220 39. 5 ne 

70 8. 81 3.47 230 41.4 i 

17.0 4.36 240 43.3 

90 13 3 5.23 250 ‘45.2 17. 8 
100 15.5 6. 10 300 54. 7 : 

110 4 Ly ge 6. 96 
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14.5. Permanent overhead nonshockproof high-voltage 
systems shall be of metal rods or tubes of sufficient diameter to 
provide rigidity and to prevent corona, and they shall be 
suspended by insulating supports capable of withstanding at 
least twice the weight of the part of the structure they sup- 
port and in no case less than 50 pounds dead weight. Sharp 
edges or points in the high-voltage system should be avoided 
in order to minimize brush discharges. 

a. ‘Ihe use of nonshockproof high-voltage cables to X-ray 
tubes on existing X-ray equipment is considered obsolete, 
The requirements for such installations are given in National 
Bureau of Standards Handbook 20.* 

b. The use of shockproof tube enclosures providing for 
connection to the overhead high-voltage system or to the 
high-voltage transformer by means of shockproof cables or 
the use of shockproof self-contained tube and transformer 
units is recommended for new installations. 

14.6. High-voltage parts, if any, of oil or water coolers, 
shall comply with ali regulations pertaining to high-voltage 

~ apparatus. 
14.7. All portable and mobile X-ray apparatus shall be of 

the fully enclosed shockproof type, with no exposed live 
parts. 

14.8. All flexible high-voltage shockproof cables shall be 
provided with a metal sheath that is grounded. 

15. Grounding 

All exposed noncurrent-carrying metal parts of X-ray ap- 
paratus, including protective guards, barriers, enclosures, 
and shields, shall be permanently grounded in accordance 
with the applicable provisions of the latest edition of the 
National Electrical Code. Other metal objects in the vicin- 
ity of exposed high-voltage parts, which may become charged 
by induction, should also be grounded. 7 

16. Warnings and Instructions 

16.1. At entrances to and within rooms that contain ex- 
posed high-voltage apparatus or conductors there shall be 
prominent signs warning of the danger of high voltage. It 
is also recommended that automatic visual signals be pro- 
vided that operate when high-voltage circuits are energized. 

*Although this Handbook is how out of print, it is believed that copies will be available for reference use in most of the lending libraries. If not readily available, write to the National Bureau of Standards. 
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17. First-Aid and Fire-Extinguishing Devices 

-21 -extinguishing de- sly of suitable first-aid and fire-ex bang de- 

eee Euuipment approved for use with Seale ap 

paratus shall be provided in conspicuous places and be 

appropriately labeled. 

18. Inspection and Maintenance 

18.1. Before any X-ray generator or high-voltage part 

is touched or any electrical enclosure opened, care should be 
z sie? 3 en 
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tage is applied. 
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high-voltage systems for possible ee eee ye iy z 

sulators; of high-voltage barriers an ee 

erounding connections. A general inspect. , 
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IV. Appendix 
19. Radiation Attenuation Curves 
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Figure 3. Attenuation in lead ¢ ; dl of X-rays produced b y} 7)- to 250-kilovoits peak, < Pee . The curves were obtained with half- 
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Ficure 4. Attenuation in lead of X-rays produced by a potential of 

400-kilovolts peak. 

The curves were obtained with a half-wave generator and with a 90-degree 

angle between the electron beam and the axis of the X-ray beam. The filter 

was 0.4 millimeter of tin, 0.75 millimeter of copper, 2 millimeters of aluminum, 

plus the inherent filtration of the tube. (Cc. B. Braestrup, 1948). 
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FIGURE 6. Attenuation in concrete of X-rays produced by potentials 

of 500 to 2,000 kilovolts. 

The 500- and 1,000-kilovolt curves were obtained with a direct-current gen- 

erator (H. O. Wyckoff, R. J. Kennedy, and W. R. Bradford, 1948) ; the 2,000- 

kilovolts peak was obtained with a resonance generator (G. Singer, Ce B, 

Braestrup, and H. O. Wyckoff, 1946). All data were obtained with an angle of 

zero degree between the electron beam and the axis of the X-ray beam. The 

filter at 500 and 1,000 kilovolts was 2.8 millimeters of tungsten, 2.8 milli- 

meters of copper, 2.1 millimeters of brass, 18.7 millimeters of water, and at 

2,000-kilovolts peak was 1.6 millimeters of tungsten, 5.1 millimeters of copper, 

and 6.8 millimeters of water. If the density of the concrete used in an 1n- 

stallation is different from that of the above curves (147 pounds per cubic 

foot), the abscissa should be corrected by a factor of 147 divided by the density 

of concrete used. 

19.1. Use of Curves. 

a. Requirements for primary protective barriers. ‘The 

thicknesses required for primary protective barriers may be 
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obtained from the attenuation curve for the potential pro- ducing the X-rays at the dosage rate given by D2/ma (9.66) 10° roentgen per milliampere minute at 1 meter.’ D is the distance between target and the nearest point of oc- cupied space measured in feet, and ma is the target current in milliamperes. The values, so obtained, are elven in tables 5, 6, 7, 8, and 9. 
. Requirements for secondary protective barriers (1.25%: (See sections 12.2c, 19.2d, and 12.2e). 

(1) Protection requirements may be obtained for direct radiation in an installation employing a therapeutic-type protective tube housing by using a barrier to reduce the dos- age rate by a factor of (1.72/D?) X10 D igs the distance between target and the nearest point of occupied space, in feet, measured along the direct-radiation path. For a diag- nostic-type protective tube housing the reduction factor is (1.72 10?) /D?. The “straight” portion of the proper poten- tial curve in figures 3, 4, 5, or 6, should be used for this deter- mination. 
(2) Protection requirements may be obtained for 90- degree scattered radiation by the use of the proper potential curve in figures 3, 4, 5, or 6. For X-rays produced by potentials of 500 kilovolts and lower, the curve correspond- ing to the potential employed should be used. The thickness of barrier required shall be obtained for a dosage rate of (a? D?/ma) (8.98) 10+ roentgen per milliampere minute at 1 meter,” where d (feet) is the distance between scatterer and 

18The ordinate unit for figures 8, 4, 5, and 6 is roentgens per milliampere minute at 1 meter. In order to reduce the permissible dosage rate, 1.04 10-4 roentgen per minute, for a distance, D (feet), and a target current of ma (milliamperes) to the units used on the curve, the following expression is used : D* (1.04 10-4) DD? ¥ 
ma (8.28)? Ora no) to : 

3.28 is the number of feet per meter. : 
1 The dosage rate of the direct radiation from a therapeutic-type protective tube housing is 1 r per hour at 1 metar. This is 160 times the permissible dos- age rate at this distance. Ata distance of D (feet) it is 

ao] ae ¥ 1.72 x 103 . pe (3.28) 2 OF Ss 57 ey 

As the diagnostic-type protective-tube housing permits a direct radiation of only 0.10 roentgen per hour at 1 meter, the barrier must reduce this dosage rate by only 1.72 « 102/D2, 
20 The permisible dosage rate, 1.04 10-4 roentgen per minute, is assumed for the position in occupied space. Using the 0.1-percent factor for the dosage rate of the seattered radiati L on compared to the useful beam and the inverse- Square reduction in dosage rate for the dist C ance between the scatterer and Specs Space as well as the distanee between target and scatterer one obtains : 

! : @D?(1.04)10-1 ae @D?(8.98)10-4 
(3.28)4 ma ma 

roentgen per milliampere minute at 1 meter. This dosage rate of. the useful beam at 1 meter is required to obtain the permisible dosage rate at the point of occupied space considered 
SNe 
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on 1) The thickness of the Ce Sea miab scat 
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oe Tor direct radiation, using the formula given. a ay 

tion 19.1b(1), one obtains a required reduction tole e Se 

Eom the 1 000 kilovolt curve of figure 6, it 1s nee ae 

such a reduction is es fora; oS thickne 

96.5 —21.5 inches, or 5 inches of concrete. 3) Eile OO Aerie scattered een ne a ee 

( btains (38? 00 in section 19.1, b, (2), one o BC ras 

‘en per milliampere minute, at | meter. 

Ba ole cute of figure 6 shows that 4.5 inches of concrete 

required for this protection. : . 

Ee aye The Syme protective-barrier sete of es 

tained according to the rules of Cen noe ; f = 

value layer for section 19.1, c, (2) 1s 1%4 Inches ae oF 

19.1, c, (3) is 114 inches. As the difference Maen dois 

quirements 6f 19.1,¢, 2) le noe 2 (3) ae oe oe
 

ater than three times 1% ° oe 

la oe ould be added to the 5.0 inches to obtain the ee 

if protective barrier thickness. The result 1s 634 inches. 

Cc a 5 b] 

500 kilovolts. 
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20. Approximate Lead Thicknesses Required To Reduce 
Radiation Dosage Rate to 5 Percent of Useful Beam 

TABLE 8. 

ae oe MEER 50 75 100 150 200 | 250 400 500 | 1,000 | 2,000 

Lead thickness 
(rad et 0.1 0.3 Ope th OF LO eS 3.0 fs 32 50 

21. Distance Protection 

TABLE 4 

Distance 1 for— 
Target 

ns 
current 

50 kv | 75 kv | 100kv | 150 kv | 200 ky | 250 kv | 400 kv 500 kv |1,000 ky/2,000 kv 

1 These distances were computed b 
air absorption was determined by as 
the minimum wavelength of the poly 
potential. The filtrations assumed 

y taking into account distance and air absorption. ‘The 
suming the radiation was monochromatic and of double 
chromatic radiation given off by the tube at the indicated 
were the same as the curves of figs. 3, 4, 5, and 6, 

21.1. Table 4 gives directly the distance at which the 
dosage rate of the useful beam is 0.104 milliroentgen per 
minute (permissible dosage rate) if no absorbing material 
other than air is in the beam. : 

21.2. The distance protection required for 90-degree scat- tered radiation may be obtained from table 4, provided the distances between the target and scatterer is not large. For 
X-ray-tube potentials of 500 kilovolts and under, such dis- 
tances may be obtained for the column corresponding to the potential on the X-ray tube and the row corresponding to 0.001/D? of the true target current. For X-ray-tube poten- tials above 500 kilovolts, the 500-kilovolt column should be used. Ata tube potential of 1,000 kilovolts the row equal 
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ills : t a tube poten- .01/D? milliampere ” should be used, and a ube p 

a of 2 000 ‘lovelies the row equal to 0.06/D? milliampere 

should be used, where D is the distance between the target 

: e r, measured in meters. i) re ake tanect distance required for protection santo 

direct radiation is 12.7 meters (approximately 42 feet) a 

a therapeutic-type protective re housing and. 4 meters Tor 

tic-type protective tube housing. 

; CS tains Find the distance required for protection 

against the useful beam and 90-degree scattered ae 

for an X-ray tube operating at 1,000 ae Sea ae 

-e. with a therapeutic-type protective tube f 2. 

T he ee between scatterer and target may be assumed to 

ter. an 
.. "The distance protection required for the EER 

is found in table 4 at the intersection of the peeve 

column and the 1-milliampere row. The distance between 

target and occupied space indicated. there is 550 feet. a 

‘ b. The distance protection required for 90-degree ace - 

‘tered radiation is found in table 4 at the intersection i i 

500-kilovolt column and the 0.01 milliampere se aM : 

protection may be obtained if the personnel are at leas 

feet from the scatter. 

22. Primary Protective Barrier Requirements 

“rier requirements are computed for a distance from 

reat He least 7.5 inches. At smaller oa 

requirements may be several half-value layers au eer ae 

tables are computed from the curves of figures Pe eka 

If the X-ray tube current 1s two times as ae ep be me 

given in the table, one half-value layer shall uF a ; e pe tee 

barrier requirement (if four times, two hal ie a 4 

added, and if 14, one-half-value layer subtracted, etc.). 

i , te at 1,000 kilovolts nstants is changed as the dosage rate ,0 

is 16. Salih Poet nein tr iclovolts, and at 2,000 kilovolts it is 60 times that at 

500 kilovolts. 
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A 7 rire a A . . . TABLE 5. Ape Wa otective-barrier requirements for 10 milliampere 
at the pulsating potentials? and distances indicated ; 

Lead thickness with os 

Target distance SS ene DO Ecig tea 

75 kv 100 ky 150 kv 200 ky 250 ky 

Sian mm ae 
pe ats 

mm mm mm Banana nanan ene 2.2 3.4 4.3 6.7 18 ee 2.0 a 4.0 6. 2 10.9 Ban nnnnenoeeeeneeeneen es 1.7 2.7 3.6 5.5 9.6 Bn nnneecene cnn ence 1.5 2.4 3.2 4.8 8.5 MO. nnn ennee nnn cence 1.3 2.2 3.0 4,5 8.1 ee enn 1.1 1.9 2.6 4.0 71 Be anne nn 1.0 1.7 2.4 3.6 6.4 BODES Se Ves 0.5 1:1 1.7 2.4 4.3 
Approximate half - value 

SY OTIS 6 tne 2 eee nt -2 0.2 0.3 0.5 0.8 

| Direct-current potentials requir ee ae cade Some the order of 10 percent greater thickness than those 

TABLE 6. Primary protectiv oe } ; } eciive-barrier requirements for 400-ki 
peak pulsating potential with reflection fee ete. 

Target distance 

40 

Tarte 7. Primary protective-barrier requirements for 500-kilovolt 

constant potential with transmission target 

Barrier thicknesses with target current of— 

1ma 3 ma 5 ma 

Lead |Concrete!| Lead |Concrete!} Lead |Concrete! 

1'The density of this concrete is 147 pounds per cubic foot. 

TABLE 8. Primary protective-barrier requirements for 1,000-kilovolt 

constant potential with transmission target 

Barrier thicknesses with target current of— 

Target distance 1 ma 2ma 3 ma 

Lead |Concrete!| Lead |Concrete! Lead |Concrete! 

1 These concrete thicknesses are for a concrete density of 147 pounds per cubic foot. 
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TABLE 9, Primary protective-barrier requirements for 2,000-kilovolt 
peak pulsating potential with transmission target 
SSS 

ee 

Concrete thicknesses 1 with target 
current of— 

Target distance 

0.5 ma 1.0 ma 1.5 ma 
wha pies A Ie La cg Wes goatee et Le mC Re ND oe 

ft j in. in. in Do Meee EC Aa en PCS ee tag 42.5 45.0 46. 5 cD IR irgey oralncn eRe BRE ele PLE A erent hel etn 39.5 42.0 43.5 BO a Mie Lede e geri yare CE beat oy pi neky hee 38. 5 40.5 42.0 ES OS cee a Senta a ahr ste he ee Rin ogee 30. O 38. 0 39. 5 MO era epee aa ie See eed SON at ere cae 34. 0 36. 0 3725 DO cae oe ee Ey eee ag RON ee Bae 28.0 30.0 31.5 EQ eo ge ie St te eo en pelea oe 23.05 25.5 27.0 

Approximate half-value layer__.................| _..... 2.3 

1 These concrete thicknesses are for a concrete density of 147 pounds per cubic foot. 

23. Other Dangers 

There are a number of dangers that are not directly re- 
lated to X-ray protection, but which must be dealt with in an 
X-ray installation. These items are already covered by 
codes or instruction books, to which references are given be- 
low. It is recommended that such literature, where perti- 
nent, be available at the X-ray installation. . 

23.1.: Fire hazard. 

a. All unexposed X-ray films now available are of the 
cellulose-acetate type. Such films constitute no greater fire 
hazard than ordinary newspaper in the same form. Storage 
of nitrocellulose films shall be in accordance with the regu- lation of July 15, 1930, of the National Board of Fire Under- writers for the Storage and Handling of Photographic and 
X-ray Nitrocellulose Film. 

b. The type of fire extinguisher to be used in the vicinity of electrical installations is covered in National Board of Fire Underwriters pamphlet No. 10, “First Aid Fire Appliances.” 
23.2. Hirst-aid advice, including methods of resuscitation for electrical shock, is contained in “First-Aid Textbook”, 

American Red Cross, Washington, D. C. 
a. For equipment in which Freon is used for insulation, - it may be desirable to have available a gas mask suitable for a phosgene atmosphere. Such masks are covered in N ational Bureau of Standards Handbook 24, “American Standards 

49 | 

Safety Code for the Protection of Head, Eyes, and Respira- 

tory Organs.” 
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Journal of Research 

The National Bureau of Standards is the principal agency 

of the Federal Government for fundamental research in physics, 

chemistry, and engineering. It has the custody of the national 

standards of physical measurement, in terms of which all work- 

ing standards in research laboratories and industry are cali- 

prated, and carries on necessary research leading to improve- 

ment in such standards and methods of measurement. It also 

has a general responsibility for basic research in physics, 

chemistry, and engineering, and for developments of improved 

methods for testing materials and equipment. It determines 

physical constants and properties of materials, tests and cali- 

brates standard measuring apparatus and reference standards, 

and studies technical processes. ‘The results of the Bureau’s 

research and investigations are published in the JOURNAL 

OF RESEARCH. The Journal of Research is obtainable on 

subscription from the Superintendent of Documents, Govern- 

ment Printing Office, Washington 25, D. C., the rates: $4.50 a 

year in the United States, Canada, Cuba, Mexico, Newfound- 

land, Republic of Panama; $5.50 a year in other countries. 

Technical News Bulletin 

Contains short but complete summaries of research, develop- 

ment, and testing in progress at the Bureau, accounts of the 

Bureau’s national and international activities, scientific and 

technical announcements of new plans and programs, and a list 

of publications by members of the staff. It is a prompt and 

reliable source of official information of value to those who 

desire to keep in touch with the general activities of the Bureau. 

The Technical News Bulletin is obtainable on subscription 

from the Superintendent of Documents, Government Printing 

Office, Washington 25, D. C., the rates: $1.00 a year in the 
United States, Canada, Cuba, Mexico, Newfoundland, Repub- 

lic of Panama; $1.35 a year in other countries. 




